[Adaptation of Goldmann's cupula to the detection of subjective cyclodiplopia. Preliminary study].
Although the single binocular visual field provides an indication of the area free of horizontal or vertical diplopia, it does not assess cyclorotary diplopia. A cylindric glass is adapted on the Goldmann perimeter and gives a linear spot, allowing the determination of the cyclorotary component of diplopia.